Comparison of solute permeability and rejection characteristics of normal and flux cellulose haemodialysis membranes.
Permeability and rejection properties of new, high flux cellulose membranes and fibres have been compared with Cuprophan PM 150. The greater solute and water flux is explained in terms of larger "pores", which permit greater transport of large molecules.